[Reasonable applications of automatic exposure control in computed radiography].
This paper is to explore the reasonable applications of automatic exposure control in computed radiography, and to improve the quality of CR images. It is very important to select a suitable KV value in automatic exposure control in computed radiography. At the same time, a suitable ionization chamber, correct density compensation and necesary post-processing should be selected.